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ABSTRACT Dual-color fluorescence cross-correlation analysis is a powerful tool for probing interactions of different
fluorescently labeled molecules in aqueous solution. The concept is the selective observation of coordinated spontaneous
fluctuations in two separate detection channels that unambiguously reflect the existence of physical or chemical linkages
among the different fluorescent species. It has previously been shown that the evaluation of cross-correlation amplitudes, i.e.,
coincidence factors, is sufficient to extract essential information about the kinetics of formation or cleavage of chemical or
physical bonds. Confocal fluorescence coincidence analysis (CFCA) (Winkler et al., Proc. Natl. Acad. Sci. U.S.A. 96:1375–
1378, 1999) emphasizes short analysis times and simplified data evaluation and is thus particularly useful for screening
applications or measurements on live cells where small illumination doses need to be applied. The recent use of two-photon
fluorescence excitation has simplified dual- or multicolor measurements by enabling the simultaneous excitation of largely
different dye molecules by a single infra-red laser line (Heinze et al., Proc. Natl. Acad. Sci. U.S.A. 97:10377–10382, 2000). It
is demonstrated here that a combination of CFCA with two-photon excitation allows for minimization of analysis times for
multicomponent systems down to some hundreds of milliseconds, while preserving all known advantages of two-photon
excitation. By introducing crucial measurement parameters, experimental limits for the reduction of sampling times are
discussed for the special case of distinguishing positive from negative samples in an endonucleolytic cleavage assay.
INTRODUCTION
Fluorescence correlation spectroscopy (FCS) (Magde et al.,
1972; Elson and Rigler, 2001; Schwille, 2001a) and related
confocal techniques currently play an important role in the
investigation of dynamics and interactions of biomolecules
at the single-molecule level (Eigen and Rigler, 1994; Weiss,
1999; Schwille and Kettling, 2001). The main concept of
these techniques is the temporal analysis of laser-induced
fluorescence fluctuations within a small open volume ele-
ment of approximately one femtoliter (1015 l), defined by
the illuminated focal spot of a high-resolution microscope
objective. Standard one-color FCS allows for sensitive
probing of molecular concentrations and mobility (Elson
and Magde, 1974; Arago´n and Pecora, 1976; Koppel et al.,
1976; Rigler et al., 1993), and, consequently, all kinds of
interactions that change these parameters, such as binding
and unbinding to large reaction partners or immobile struc-
tures (Kinjo and Rigler, 1995; Schwille et al., 1997a), and
particle aggregation (Palmer and Thompson, 1987). An-
other popular field of FCS applications is the study of
intramolecular fluctuations associated with intermittent
emission behavior, often referred to as “blinking” or “flick-
ering” on fast time scales compared to the molecular resi-
dence time in the illuminated volume (Magde et al., 1972).
This kind of kinetic analysis reveals information about the
molecular microenvironment, via triplet state population
(Widengren et al., 1995; Widengren and Rigler, 1998) or
reversible protonation (Haupts et al., 1998). It may also
reflect reversible binding or conformational changes of the
biomolecules under study, e.g., if these processes induce
quenching of the fluorescent labels (Bonnet et al., 1998), or
changes in the fluorescence resonance energy transfer effi-
ciency between two labels attached to different sites of a
single molecule (Wallace et al., 2000; Schwille, 2001b;
Widengren et al., 2001).
To probe the interactions between two different mo-
lecular species, dual-color cross-correlation analysis
(Schwille et al., 1997b; Schwille, 2001b) has proven to
be far superior to conventional FCS due to its inherent
measurement selectivity. The underlying idea is to label
both species under study with spectrally distinct dyes,
and to specifically record coordinated spontaneous fluc-
tuations in the two respective detection channels, which
unambiguously reflect the existence of physical or chem-
ical linkages between the two fluorophores. Thus, dual-
color cross-correlation analysis can be considered a dy-
namic analog to co-localization techniques frequently
used in fluorescence imaging, with the important advan-
tage of considerably reduced false-positive signals due to
the extremely low probability of coordinated fluctuations
of two fully independent measurement parameters. Dual-
color cross-correlation analysis has been applied to probe
kinetics of irreversible association (Schwille et al.,
1997b), the polymerization of DNA in polymerase chain
reaction (Rigler et al., 1998), the early aggregation events
in prion protein PrPSc rod formation (Bieschke and
Schwille, 1997; Bieschke et al., 2000), binding of DNA
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duplexes to transcription activator proteins (Rippe, 2000)
and has proven particularly valuable in studying enzyme
kinetics, where the specific endonucleolytic cleavage of a
double-labeled substrate by EcoRI (Kettling et al., 1998)
and other nucleases (Koltermann et al., 1998) has been
investigated.
In spite of its obvious advantages for the analysis of
molecular interactions, cross-correlation is still not widely
applied in biophysical analysis. Reasons may be the greater
efforts of introducing two rather than one properly labeled
molecular species, but also the practical challenges of as-
sembling a stable optical setup with maximum overlap of
two illumination beams in a confocal fashion. Recently, a
significant instrumental simplification has been introduced
utilizing of two-photon excitation (Heinze et al., 2000). The
underlying idea is the joint excitation of spectrally distinct
fluorophores by a single infra-red (IR) illumination source,
accomplished by the fact that two-photon excitation spectra,
due to the different selection rules for this special kind of
photophysical transition, differ considerably from their one-
photon counterparts (Denk et al., 1990; Xu and Webb,
1997). Two-photon cross-correlation analysis has mean-
while been demonstrated with a large number of dye com-
binations (Schwille and Heinze, 2001; K. G. Heinze, in prep-
aration) and has the potential to become a standard tool in
the FCS field. It not only promises an attractive extension
for more than two molecular species to be simultaneously
probed, but also offers a considerably simplified method for
intracellular dual-color applications, because two-photon
FCS has already been shown to be superior in many respects
for work in live cells or tissue (Schwille et al., 1999).
An important conceptual difference between single- and
dual-color FCS analysis is the evaluation of measurement
parameters. Although single-color autocorrelation analysis
mainly focuses on characteristic time scales underlying the
fluorescence fluctuations, and thus draws its fundamental
information from the decay times and functional forms of
autocorrelation curves in different modes of particle mobil-
ity and internal dynamics, the most important parameter for
dual-color analysis is the amplitude of the cross-correlation
function, which contains all required information about the
existence and relative concentration of double-labeled par-
ticles (Schwille et al., 1997b; Schwille, 2001b). In principle,
this amplitude reflects nothing else than the existence of
temporal coincidences of fluctuations in the two simulta-
neously recorded fluorescence signals. The larger the num-
ber of joint fluctuations in both channels with respect to the
number of fluctuations in each single channel, the higher the
relative amplitude of the cross-correlation function with
respect to the amplitudes of the autocorrelation curves
(Heinze et al., 2000). Thus, instead of recording the full
temporal correlation function containing all dynamic infor-
mation about the fluctuation decay, a simplified mode of
data analysis can be applied, focusing only on the cross-
correlation amplitudes, or coincidence factors (Winkler et
al., 1999), without losing information about the kinetic
process under study. In other words, if only relative con-
centrations—and their temporal evolution—of double-la-
beled species are of interest, as is the case for basically all
standard FCS investigations of association–dissociation or
enzyme kinetics, the simple assessment of cross-correlation
amplitudes rather than decay functions is sufficient. This
reduced amount of required information significantly sim-
plifies the data processing procedure, leading to by far
shorter measurement times. In addition to that, external
perturbations can be applied to increase the number of
fluctuation events at very low concentrations, e.g., by mea-
suring in flowing sample streams or by probe scanning
(Winkler et al., 1999; Bieschke et al., 2000). Fast relative
movements of the sample with respect to the measurement
volume, which would, in standard FCS, induce wrongly
decreased fluctuation time scales, ideally do not alter the
molecular concentrations, i.e., correlation amplitudes, and
can thus be easily applied to enhance statistics for cross-
correlation or coincidence measurements.
These features of enhanced statistics are of particular
importance for the use of confocal techniques in screening
applications, where short measurement times are required
(Koltermann et al., 1998, 2001; Rarbach et al., 2001). More-
over, the reduction of measurement times emphasizes the
attractiveness of FCS for intracellular studies on living
systems, where the average applied illumination dose
should be kept as small as possible, or for the investigations
of fast association or dissociation processes that take place
on a second’s time scale and can thus not afford long
recording times for each single data point. For this reason,
the combination of fast dual-color coincidence analysis with
two-photon excitation is straightforward and promises great
advantages for many applications already opened up by the
more general technique of two-photon cross-correlation
spectroscopy (TPCCS). The present paper introduces the
conceptual idea of two-photon coincidence analysis, outlin-
ing the crucial measurement parameters such as the coinci-
dence value K and its standard deviation K, and discusses
the experimental limits with respect to a possible reduction
of measurement times. Utilizing an established enzymatic
test assay for endonuclease activity (Kettling et al., 1998),
we specifically focus on the possibility of distinguishing
positive from negative samples, as would be required for
biotechnological screening purposes. It can be demonstrated
that the data recording times to test for such distinctions can
be reduced by two orders of magnitude to 100 ms and
below, compared to times in the 10-s regime that are usually
required for standard FCS and TPCCS analysis. Different
dye combinations are evaluated and discussed with respect
to their obtainable signal-to-noise (S/N) levels, mainly de-
termined by their photochemical stability under two-photon
excitation.
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THEORETICAL CONCEPT
Dual-color cross-correlation and
coincidence analysis
The detailed theoretical concept of cross-correlation analy-
sis and the discussion of fundamental measurement param-
eters can be found elsewhere (Schwille et al., 1997b;
Schwille, 2001b). The normalized fluctuation correlation
function is generally defined by
Gij
FitFjt 
FiFj
. (1)
For i  j, Eq. 1 describes the temporal autocorrelation of a
single fluorescence signal. If fluctuations of two different
signals (i 	 j), e.g., of spectrally distinct emission are
recorded and to be compared, Gij() defines the cross-
correlation function. Under ideal experimental conditions,
the amplitude Gij(0) is directly proportional to the relative
concentration of double-labeled molecules contributing to
both signals Fi and Fj. Their absolute concentration can
easily be derived if the corresponding autocorrelation am-
plitudes are simultaneously recorded (Heinze et al., 2000).
Auto- and cross-correlation curves for particles with aver-
age concentrations Ci, Cj and Cij (double-labeled spe-
cies) are then given by
Gi,j
Ci,jMi,j CijMi,j
VeffCi,j Cij
2 ,
Gij


CijMij
VeffCi,j CijCj,i Cij
, (2)
with Veff as the effective measurement volume element and
Mi,j,ij at the time-dependent correlation decay functions gov-
erned by molecular dynamics. For two-photon excitation,
the effective volume size is Veff  (/2)
3/2r0
2z0 with 1/e
2
values r0 and z0 (Schwille et al., 1999). For noninteracting
particles freely diffusing in 3D, M are given by
Mi,j,ij 1 /d,i,j,ij11 r0
2/z0
2d,i,j,ij
1/2 , (3)
where d,n  r0
2/8D (for two-photon excitation) are defined
as the average lateral diffusion times for a molecule of
species i, j, ij with diffusion coefficient Di,j,ij through Veff.
For a known Veff, the concentration of double-labeled
species can be derived as follows from auto- and cross-
correlation amplitudes without considering the molecular
mobility,
Cij Gij0/VeffGi0Gj0. (4)
In the absence of double-labeled species, Gij(0) in principle
equals zero for completely separable detection channels.
Unfortunately, such a complete separation is hard to accom-
plish with a set of fluorescent probes in the visible spectral
range. In reality, unspecific cross-talk, particularly due to
long-wavelength emission of the blue-shifted dye, cannot be
neglected and has to be accounted for by determining the
relative emission signals, in count rates per molecule, , in
both detection channels (Schwille et al., 1997b; Schwille,
2001b). In practice, this cross-talk induces a nonzero am-
plitude of the cross-correlation curve even if no double-
labeled species is present. The general performance of a
cross-correlation experiment is thus strongly dependent on
the absolute difference in Gij amplitudes between the posi-
tive (ideally only double-labeled species) and negative (ide-
ally no double-labeled species) samples. This is exemplified
in Fig. 1 A, comparing the cross-correlation results of an
enzymatically digested double-labeled dsDNA sample to-
gether with its negative control, i.e., intact substrate. The
positive sample is not reduced to zero because of two
factors: cross-talk of the green label, and incomplete diges-
tion of the substrate by the enzyme, further discussed else-
where (Kettling et al., 1998; Heinze et al. 2000). The two
curves clearly show the ability to distinguish positive from
negative samples but also the possibility to resolve interme-
diate stages reflecting the kinetics of the digestion process.
This is dependent both on the absolute difference in ampli-
tudes G() for every value  and also the noise of the curve,
i.e., the standard deviation of G() values. This noise, in
contrast, depends on the data-averaging process for any
delay time . Because the standard hardware correlators for
FCS utilize multiple- data processing, the sampling inter-
vals for recording fluorescence raw data usually increase
with . A determination of cross-correlation amplitudes will
thus always involve a trade-off between larger discrepancies
of fluctuation amplitudes at small , and lower noise of G()
values at large .
The experimental concept of confocal fluorescence coin-
cidence analysis and two-photon fluorescence coincidence
analysis is to record fluorescence signals with standard
multi-channel scaler rather than correlator boards, and to
use a relatively simple statistical algorithm for the quanti-
tative comparison of fluctuations in the two measurement
channels within a pre-defined sampling, or binning, time b
(Fig. 1 B). This very efficient mode of data evaluation has
previously been described and tested successfully by Wink-
ler et al. (1999). The chosen algorithm for fluctuation anal-
ysis utilizes the normalized product sum,
Kn
m1n NimNjmm Nim m Njm  n , (5)
where the so-called coincidence value K(n) represents the
relative frequency of coincident events in the two detection
channels. Ni and Nj are the absolute photon count numbers
of the emission signals Fi and Fj in consecutive time chan-
nels m, each with sampling time b. The overall analysis
times Tm are given by the product of b and the total number
of time channels n. This kind of data recording reduces the
read-out parameter K(n) to a scalar value, and no further
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fitting procedure is required. Obviously, the standard devi-
ation of K(n), K, reflecting the overall S/N levels, deter-
mines the possibility of separating different samples with
respect to their concentration of double-labeled molecules.
A series of K(n) measurements usually results in a Gaussian
distribution for the number of K events D(K),
DK DKexpK K2/2K
2  . (6)
Of particular importance in many applications of dual-color
confocal fluorescence analysis, predominantly for screening
purposes but also for analysis of cellular processes, is the
clear distinction between positive and negative samples
with respect to the existence of double-labeled molecules.
We thus postulate a crucial requirement for the possible
separation of two arbitrary cross-correlation amplitudes
G
1(0) and G
2(0) (e.g., as in Fig. 1 A) at any stage of an
association–dissociation process by introducing an addi-
tional separation quality parameter,
Qsep
2K1 K2
K1 K2
, (7)
where K1 and K2 are the standard deviations and Ki the
mean of the coincidence values K1(n) and K2(n) for two
samples, 1 and 2, in a measurements series of n events as in
Eq. 5. This value determines the relative distance of the two
Gaussian-shaped distribution functions D(K1) and D(K2),
with respect to their average broadness. Due to the above-
discussed relationship between the absolute differences be-
tween G
1() and G
2() for any , and the standard devi-
ations of the two values, there is an optimal sampling time
b that maximizes Qsep. This optimal b value strongly
depends on the fluorescence assay used, i.e., the used dye
combination, the detection efficiency, the amount of cross-
talk between the detection channels, and, finally, the relative
and absolute numbers of molecules under study. The scope
of this study is to give guidelines how to determine optimal
b and consequently assess minimum data recording times
Tm for the specific task of distinguishing positive from
negative samples in a well-characterized enzymatic diges-
tion assay. The applicability of the proposed TPFCA
method is widespread and not limited to enzyme kinetics
with simple yes–no decisions for screening purposes.
Two-photon excitation
Two-photon excitation is induced by quasi-simultaneous
(1015 s) absorption within the cross-section of the dye
molecule ( 1016 cm2). It was introduced by Denk et al.
(1990) to the biomedical sciences, as an elegant alternative
to confocal laser scanning microscopy. Due to the square
dependence of the simultaneous two-photon absorption
probability on illumination intensity, the effective excitation
volumes are usually much smaller than in the standard
one-photon case, minimizing phototoxic effects in irradi-
FIGURE 1 (A) Cross-correlation curves measured in confocal setup
from a sample solution of 25 nM RhG/TR-labeled dsDNA target (top) and
from an equivalent sample after EcoRI endonuclease treatment (bottom)
representing the start and end points of the cleavage reaction. Fits accord-
ing to Eq. 3 are shown. The difference in correlation amplitudes marks the
dynamic performance of the setup. The data-collection time for each curve
was 60 s. (B) Scheme of the statistical algorithm for the quantitative
comparison of fluctuations in the two measurement channels within a
pre-defined sampling time b. The two raw-data fluorescence traces of
channel 1 and channel 2 are sampled by b and analyzed according to Eq. 5.
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ated cells and tissue. This inherent spatial sectioning also
minimizes probe depletion within the sample, considerably
improving measurements in small compartments like living
cells (Williams et al., 1994; Schwille et al., 1999). In
addition, advantage can be taken of the experimental find-
ing that two-photon excitation spectra are generally much
broader than the corresponding one-photon spectra, allow-
ing for a comfortable performance of multi-color experi-
ments. Recently, we demonstrated that it is in fact possible
to excite two spectrally largely distinct dyes with a single IR
laser line, and still gain sufficient signal to do reliable single
molecule analysis (Heinze et al., 2000).
The number of two-photon excited photons collected in
any detection channel for discrete photon recording steps
m  0, 1, 2, . . . with sampling intervals b is given by
Ni,jm
1
2
	i,jg2qi,ji,jI0t
2b
1

 
mb
m1b
V
S2ri,jrCi,jr, t  dV dt , (8)
where I0(t) is the average intensity at the geometrical focal
point, g2 is the second-order temporal coherence of the
excitation (Xu and Webb, 1997), S(r) is the dimensionless
spatial distribution function of the focused light in the
sample space, i(r) is the optical transfer function for the
emission, Ci is the concentration of the fluorophore species
i, qi is its quantum efficiency, i is its two-photon absorp-
tion cross-section, and 	i is the wavelength-dependent col-
lection efficiency of the setup. This expression can be
simplified as
Ni,jm i,jVeffb
1
mb
m1b
Ci,jt dt , (9)
combining all parameters that determine the average photon
emission yield per single molecule per unit time into a
single variable i,j (Schwille et al., 1997b). The effective
volume element is for two-photon excitation given by
Veff,2PE  (/2)
3/3r0
2z0 with r0 and z0 as the radial and axial
1/e2 values of the emission intensity distribution, assumed
to be 3D Gaussian. The discrete signal sampling in b steps
results in a temporal integration over the fluctuating local
concentration Ci,j(t) in the small volumes Veff due to Brown-
ian motion of the particles.
The photon count rate i,j, usually determined in kHz/
molecule, has previously been shown (Koppel, 1974; Qian,
1990; Kask et al., 1997) to significantly affect the signal/
noise ratios in FCS measurements and related confocal
techniques. It is therefore of crucial relevance to optimize
this parameter in both detection channels. For simultaneous
two-photon excitation of two dyes, optimization of i,j is
performed by scanning both the excitation power and wave-
length, and looking out for a good compromise in emission
efficiencies (Heinze et al., 2000), with maximum signal and
minimum bleaching from both selected dyes. In addition to
that, fast scanning of the excitation beam, i.e., the measure-
ment volume element through the sample has also been
shown to dramatically reduce bleaching, and thus enhance
i,j (Winkler et al., 1999). Finally, different pairs of dyes
can be used to guarantee high performance fluorescence
assays. For that reason, the TPCCS assay under study will
be optimized for all mentioned parameters.
MATERIALS AND METHODS
Experimental setup
The experimental setup (Fig. 2) is composed of an inverted Olympus IX-70
microscope and a fiber optics-coupled detection system. For two-photon
excitation, a mode-locked femtosecond Ti:Sapphire laser beam (Spectra
Physics, Mountain View, CA) epi-illuminates a water immersion objective
(UPlanApo/IR 60xNA1.2, Olympus, Hamburg, Germany) via a dichroic
mirror (710DCSPXR, AHF Analysentechnik, Tu¨bingen, Germany). The
emitted light is collimated and traverses a broadband emission filter (D600/
200, AHF) for efficient suppression of IR light. Afterward, the remaining
emission light is split by a second dichroic mirror (595 DCLP, AHF) into
the red and green parts of the spectrum, whereupon the red part is
additionally subject to long-pass filtering (RG610, Schott, Mainz, Ger-
FIGURE 2 Optical setup for two-photon fluorescence coincidence anal-
ysis as realized in an inverted microscope Olympus IX70. A single tunable
Ti:Sapphire laser line is used for illumination. The fluorescence emission
is split by a dichroic mirror after the collimating lens and imaged onto two
different optical fibers. The principle of the beam scanner is indicated in
the inset: Between the dichroic mirror and the objective, a beam-deflection
mirror is mounted to oscillate around a normal position by a galvanometer
scanner, such that the excitation beam is scanned through a pivot point at
the back of the objective.
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many) to cut off nonspecific light from green fluorescent molecules reach-
ing the red channel. Finally, the so-specified fluorescence is detected by
two optical fiber-coupled avalanche photodiodes (SPCM-200, EG&G Op-
toelectronics, Vaudreuil, Canada). The optical setup has been described in
detail for TPCC analysis by Heinze et al. (2000). In comparison to the
earlier approach, for the present application, the specific filter for the green
detector channel is missing, because higher emission yield in the green
channel coming along with removing the filter is found to outmatch higher
signal specificity in terms of data quality.
For coincidence measurements, the digital output pulses of the ava-
lanche photodiodes are recorded and processed by an on-board processor
PC card (Adwin 9LD, Ja¨ger Messtechnik, Lorsch, Germany). Alterna-
tively, the photon count signals could be processed and time correlated by
an ALV-5000 multiple- correlator card (ALV, Langen, Germany). Eval-
uation of the auto- and cross-correlation curves was carried out by Origin
(OriginLab, Northampton, MA) using Marquardt nonlinear least-square
fitting routine.
Because coincidence analysis does not involve the evaluation of diffu-
sional characteristics of the molecular species, statistical averaging may be
improved by applying relative movements of sample and focal volume
element. A beam-scanner device operating at frequencies up to 100 Hz
developed by Evotec OAI (Hamburg, Germany, [Pat. No. WO9748001])
was used for these experiments. For all experiments, the deflection angle of
the beam-scanner device is fixed to 1°, which is equivalent to a scanning
range of 40 m.
Biochemical assay
The biochemical preparation of the test assay is similar to the system
described by Kettling et al. (1998). Restriction endonuclease EcoRI (25
U/l) was purchased from Stratagene (Amsterdam, The Netherlands).
Complementary oligonucleotides (66 nt) were custom synthesized both
unmodified (MWG-Biotech, Ebersberg, Germany) and 5end-labeled with
the red fluorescent dyes Alexa594 (A594) or Texas Red (TR) and green
dyes Rhodamine green (RhG) or Alexa488 (A488) (Molecular Probes,
Leiden, The Netherlands). Strands were annealed at 2.5 M in 25 mM
Tris-HCl (pH 7.5), 75 mM NaCl to yield dsDNA substrates with the dye
combinations A594/A488 and TR/RhG. The endonucleolytic cleavage
reaction was performed at 37°C for 1 h in digestion buffer (150 mMKOAc,
37.5 mM Tris-Acetate (pH 7.6), 15 mM MgOAc, 0.75 mM -mercapto-
ethanol, 15 g/ml BSA, 0.05% Triton X-100) using 0.75 unit/l EcoRI and
1.25 M dsDNA. Digestion studies were performed using 25 nM of
double-labeled DNA substrate.
Dye system and calibration measurements
The selection of proper dye systems for dual-color applications is critically
dependent on photostability, quantum yield, two-photon absorption spec-
tra, and the spectral emission overlap of the respective dye pair. Compa-
rable photostability of the dye system at a chosen two-photon wavelength
is crucial because excitation intensity cannot be regulated independently.
Based on experimental data of previous two-photon FCS measurements
(Heinze et al., 2000), the primary dye combination selected for the fol-
lowing experiments is Rhodamine Green and Texas Red (RG/TR). The
optimal excitation wavelength is 830 nm, where both dyes are excited
equally well with fluorescence emission yields max of up to 13 kHz/
molecule in both channels. Characterization and calibration measurements
have been described in detail (Heinze et al., 2000). Additionally, compa-
rable measurements for an alternative dye system consisting of Alexa 488
and Alexa 594 (A488/A594) have been carried out. Although the emission
spectra are nearly identical to the RG/TR-combination (data not shown),
optimal two-photon excitation of this system was found at 790 nm. The
dyes show maximum two-photon fluorescence photon yields superior to
the RG/TR combination, with max  20 kHz/molecule in both channels.
This system has therefore been also selected as a promising dye combina-
tion for TPCFA assays.
RESULTS AND DISCUSSION
Relevant measurement parameters
A parameter of crucial relevance for many applications of
TPCCS and TPFCA is the minimum total measurement
time Tm  n 
 b to unambiguously distinguish two sam-
ples with different relative amounts of double-labeled spe-
cies, their differences being predefined ratios for each sys-
tem under study. For quantitative assessment, the separation
parameter Qsep (Eq. 7) between the two samples can then be
determined for any given Tm, by fitting the K distributions
in a series of single measurements, usually 100–200, ac-
cording to Eq. 6. For enzyme assays, it is often sufficient to
make simple yes–no decisions, to judge whether an enzyme
is active at all. In this case, an appropriate separation pa-
rameter Qsep must be determined for every substrate assay
based on a positive and a negative control measurement.
Generally, it is found that Qsep strongly depends on mea-
surement times Tm n
 b (Figs. 3 and 5), sampling times
for data recording b (Fig. 4), beam scanner frequency (Fig.
3), and finally, photostability and photon yields of the dye
combinations (Figs. 6 and 7). To test the influence of any of
these parameters on Qsep, TPFCA measurements for posi-
tive (cleaved substrate) and negative (intact substrate) sam-
ple solutions of the endonuclease test assay were recorded.
The results are discussed in detail below.
Influence of beam scanning
Beam scanning induces relative motion of the focal volume
element with respect to the sample. As a consequence, the
FIGURE 3 Separation quality Qsep, according to Eq. 7, of each pair
(cleaved and uncleaved sample) of coincidence data sets K (200 measure-
ments each) as a function of the beam-scanner frequency at analysis times
ranging from 50 to 1000 ms. The curves show similar behavior with a large
improvement of Qsep between 0 and 50 Hz. For short analysis times of 50
and 100 ms, a frequency of 50 Hz yields maximum performance.
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number of single fluctuation events to be cross-correlated
per unit time increases without changing the concentration,
and the mean residence time of molecules in the focal
region, and thus the probability of photobleaching, de-
creases. The influence of beam scanning frequency on Qsep
is exemplified for the RG/TR system in Fig. 3 with different
total measurement times Tm at laser intensity of 30 mW,
without photobleaching or saturation affecting the coinci-
dence K (cf. Fig. 5). The scanning range is held constant in
the described setup, where the frequency of scanning can be
increased. As expected, Qsep and thus, S/N increases signif-
icantly with Tm. It is also evident that the improvement of
the S/N ratios at beam scanner frequencies lower than 50 Hz
is substantial, compared with the stationary case. However,
much higher frequencies do not further improve Qsep, as the
curves in Fig. 3 level off or even decrease. This fact can be
attributed to many factors. It is likely that, at higher fre-
quencies, mechanical perturbations of the measurement
setup become apparent, which lowers the detection effi-
ciency and increases the probability of detection artifacts. In
FIGURE 4 (A) Separation quality, Qsep, dependent of the time channel
width, b, for each pair of coincidence K data sets (2 
 200 measurements,
Tm  200 ms) at 50-Hz beam-scanner frequency. (B) Correlation curves
(40-s data recording) for comparison, to indicate the noise for b. The
optimal time channel width is found to be 50 s. For shorter times, the
coincidence values are strongly scattered, whereas, for longer times, the
collected photons become increasingly uncorrelated, both resulting in
lower Qsep.
FIGURE 5 Histogram plots of 200 measurements of coincidence values
K at 50-Hz beam-scanner frequency in samples of intact substrate (25-nM
double-labeled dsDNA, gray bars) and the corresponding endonuclease-
cleaved products (black bars). Plots A–E refer to different analysis times.
The histograms were fitted by Gaussian distributions according to Eq. 6.
As expected, separation quality, Qsep, increases with increasing analysis
time.
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contrast, if molecular residence times in the detection vol-
ume get too small, the photon statistics worsens as the
probability of assigning two successive photon detection
events to a single emitting molecule decays. We thus con-
clude that low frequencies below 50 Hz are preferable, the
most dramatic increases of Qsep, with respect to a stationary
sample, can be expected up to 20 Hz. In the subsequent
experiments, a beam-scanning frequency of 50 Hz has been
chosen.
Influence of sampling times b
The selection of proper b is critical for good separability
(large Qsep) between two measurement curves, because two
opposing effects have to be considered. Long sampling
times evidently decrease the standard deviations of the
measurements. This decreases the denominator (Eq. 7) of
Qsep. In contrast, shorter b yield larger absolute differences
in correlation amplitudes G(b). A long b thus decreases the
numerator of Qsep. Generally, b should be smaller than the
average diffusion time of the molecules through the mea-
surement volume, to retain single-molecule specificity. Fig-
ure 4 quantifies the relationship between the separation
quality of curves and the sampling time intervals by plotting
Qsep as a function of b for a fixed beam scanner frequency
of 50 Hz. The panel below exemplifies the concept by
showing the respective   b values in a set of measured
cross-correlation curves for cleaved and uncleaved sub-
strate. For short   b, Qsep suffers from low confidence
for the measurement of K values. The variance K can be
evidenced by the noise of the cross-correlation curves. For
larger   b, the signal quality increases. However, for
b  0.1 ms, where the magnitude of the diffusion time of
molecules is reached or exceeded, collected photons be-
come less correlated, resulting in worse separation quality.
In our experimental setup with average particle residence
times of 100 s in the focal spot, the best compromise
between low noise and a high yield of correlated photons is
found for sampling times around 50 s. This value maxi-
mizes separation efficiency of positive and negative sam-
ples. If lower beam scanning frequencies are applied, the
range of optimal sampling times becomes broader, due to
the correspondingly longer residence time of the molecule
in the focal volume.
Distributions of coincidence factors K for
different measurement times Tm
To illustrate the dependence of coincidence values K on the
total measurement time Tm, histograms from a series of 200
measurements on positive and negative samples are de-
picted in Fig. 5. All measurements were carried out with a
b of 50 s and a beam-scanner frequency of 50 Hz with the
RG/TR assay. The resulting distribution histograms of K
can be well approximated to be Gaussian (solid lines) ac-
cording to Eq. 6. As expected, the separation parameter
Qsep, determined by the absolute distance of mean values
and standard deviations of substrate and product distribu-
tions, increases with longer measurement times. No residual
FIGURE 6 Fluorescence intensity of all used dyes (RG, TR, A488,
A594) in kHz/s dependent on excitation power, plotted in double logarith-
mic scale. The excitation wavelengths are optimized for each dye inde-
pendently (E, A488, 760 nm; , RG, 800 nm; ƒ, A594, 800; ■, TR, 850
nm). The slope in the nonsaturated region is 2, as expected for TPE.
Unlike the RG/TR dye system, the saturation levels for A488 and A594 are
quite different. This difference is a disadvantage for excitation with a
common excitation intensity. Note that the combination of A488 and TR
would also yield poor results due to different excitation wavelengths
required. In contrast to RG, the A488 cannot be excited efficiently close to the
corresponding excitation maximum for its red counterpart TR at 850 nm.
FIGURE 7 Histogram plots of the original RG/TR assay in comparison
to an alternative A488/A594 assay. Each coincidence K plot is composed
of 200 measurements at 50-Hz beam-scanner frequency in samples of
intact substrate (black bars) and endonuclease-cleaved products (gray
bars) as in Fig. 5. Although the spectral emission range is approximately
the same for both dye systems, the resulting separation quality is signifi-
cantly lower for the A488/A594 pair, because of the significantly different
photostability of the two Alexa-dyes.
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overlap of the Gaussian distributions for analysis times
larger than 200 ms is seen, reducing the possibility of
false-positive or false-negative results to zero, if only single
measurements would be taken. As a practical limit for fast
screening purposes, analysis times of 100 ms are conceiv-
able. For shorter analysis times, the overlap between the
distributions becomes significant. Therefore, the measure-
ment inaccuracy increases and a reliable discrimination of
substrate and products by a single measurement can no
longer be accomplished.
Assessing suitable dye pairs for
dual-color TPCCS
Clearly, the dye pair RhG and TR chosen for the above
studied fluorescent endonuclease assay is only one out of
many different alternatives for fluorescent labeling in dual-
color applications. Many other dye systems may be chosen
if they fulfill the basic requirements, such as minimal over-
lap of emission spectra, similar emission characteristics for
a common two-photon excitation wavelength, and compa-
rable photostability. Photophysical characterization studies
by our group (K. G. Heinze, unpublished data) have already
revealed a large number of suitable dye combinations for
dual-color two-photon applications, with the potential of
more as new dyes are constantly introduced. To test an
alternative dye pair as a reference for the measurements
outlined above, an Alexa 488 and Alexa 594 based assay
(A488/A594) for the same biochemical system was de-
signed and evaluated. The wavelength at which both dyes
are equally well excited is 790 nm, in contrast to 830 nm for
the RhG/TR pair. Figure 6 shows a comparison of the
fluorescence yields  in kHz/molecule for all four dyes at
varying excitation power in double-logarithmic scale. The
slope in the low intensity range is for all curves close to 2
(1.92–1.98), as expected for TPE. Note that these curves
were recorded independently under optimal conditions for
each pure dye system. For the dual-color DNA assays
measured in the respective detection setups,  is reduced in
both detection channels about a factor of 2–3 by quenching
of the DNA, and by the filter and fiber optics to fully
separate the emission signals.
Both Alexa dyes show slightly higher maximum emission
yields  under optimum excitation conditions than the
RG/TR dye pair (Fig. 6). However, A594 yields maximum
emission at much lower intensities than the three other dyes,
and consequentially shows saturation and photobleaching
effects (decrease of the curve) before its green partner
A488. Saturation for A488 is obtained at 45 mW, while
A594 is already saturated at 25 mW. Thus, no optimal
common excitation intensity can be found for both dyes. To
take advantage of the maximal brightness of A488, a higher
intensity must be used causing considerable bleaching in
A594, thus increasing the probability of detection artifacts.
In contrast, in the low intensity range where photobleaching
can be suppressed for both dyes, the emission yield of A488
is very poor. In contrast, intensity dependencies and satu-
ration thresholds are similar for both dyes in the TR/RG
system. Hence, it is much less difficult to find a favorable
common excitation intensity where photobleaching-induced
artifacts are minimized. Although the combination of A488
and TR according to Fig. 6 would be an obvious alternative
to circumvent the bleaching problem, this dye pair is unable
to be properly excited using a common excitation wave-
length, and cannot be used.
To demonstrate that the S/N ratios and Qsep parameters
are indeed decreased for the A488/A594 alternative, Fig. 7
shows a comparison of K distributions for both dye systems
for a fixed analysis time Tm of 100 ms (b  50 s, 50 Hz
scanning frequency). The  values for the RG/TR dye
system are 2 and 3 kHz/s, respectively, at the common
excitation intensity of 30 mW, so that both dyes are not
saturated or bleached; the  values for the A488/A594
system are 1.5 and 7 kHz/s at 15 mW, where the Alexa 594
dye is already saturated. Although the spectral emission
range is approximately the same for both dye combination
and the A488/A594 system can, under optimal conditions,
yield higher emission, the separation quality of the positive
and negative samples for coincidence analysis is signifi-
cantly lower, because the distributions show a much larger
overlap and a smaller difference of mean values.
We commonly find that fluorescent probes designed for
the red spectral range should be excited at much lower
intensity levels than the blue or green dyes to obtain suffi-
cient photon yields for single-molecule detection. The
above-mentioned signal limitations due to saturation and
photobleaching of the red probe are therefore not fully
avoidable for co-excitation of dual- or multicolor systems.
For that reason, critical assessments of intensity dependen-
cies, as in Fig. 6, are always required when designing proper
dual-color assays for cross-correlation and coincidence
analysis.
CONCLUSIONS
The concept of two-photon-excited dual-color fluorescence
coincidence analysis has been outlined and experimentally
demonstrated, utilizing a test assay to probe specific endo-
nucleolytic cleavage of double-labeled DNA. The relevant
parameters to unambiguously discriminate positive from
negative samples have been discussed and experimentally
determined. A clear improvement of S/N ratios, expressed
as Qsep parameters for coincidence K distributions, with
total measurement time Tm could be observed as expected.
Additionally, optimal sampling-time intervals b and beam
scanning frequencies could be assigned to minimize stan-
dard deviations of K values and thus maximize separation
quality Qsep. Although the measurements were focused on
simple discrimination of positive samples from negative
controls, as required for yes–no decisions in high through-
Two-Photon Fluorescence Coincidence Analysis 1679
Biophysical Journal 83(3) 1671–1681
put screening applications, the same experimental condi-
tions can be applied to enhance temporal resolution in
measurements of molecular interactions, as used in common
dual-color cross-correlation schemes (Schwille et al.,
1997b; Schwille, 2001b).
In terms of detection efficiency, two-photon coincidence
analysis of the mentioned assay system is found to be
comparable to respective one-photon setups using two ex-
citation laser lines, while preserving the simplified optical
setup for two-photon excitation with a single excitation line
and no need for pinhole adjustment. Short analysis times
down to 100 ms, as demonstrated here, would permit a
maximum screening throughput of more than 100,000 sam-
ples per day, combining all advantages of confocal single
molecule analysis such as high sensitivity and statistical
confidence, and low consumption of reagents.
As an outlook, two-photon excited coincidence analysis
with its average measurement times of some 100 ms per
sample will become a promising alternative to cross-corre-
lation measurements, although dynamic information such as
diffusion times and other characteristic fluctuation time
scales will be sacrificed by this type of analysis. As a
practical alternative for both, the more time-consuming
cross-correlation and the much less specific image co-local-
ization techniques, it will be particularly advantageous for
measurements in cells and tissues where low illumination
doses are required to prevent the biological system from
photoinduced damage. With its comparably narrow time
window for data recording, it can also be used to study
interactions among molecular species that take place on a
time range of seconds, too fast to be resolved by conven-
tional correlation analysis.
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